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6.2.7 Funnel and Rubber Policeman. To
aid in transfer of silica gel to container; not
necessary if silica gel is weighed in the field.

6.2.8 Funnel. Glass or polyethylene, to aid
in sample recovery.

6.3 Sample Analysis. The following equip-
ment is required for sample analysis:

6.3.1 Glass Weighing Dishes.
6.3.2 Desiccator.
6.3.3 Analytical Balance. To measure to

within 0.1 mg.
6.3.4 Balance. To measure to within 0.5 g.
6.3.5 Beakers. 250 ml.
6.3.6 Hygrometer. To measure the relative

humidity of the laboratory environment.
6.3.7 Temperature Sensor. To measure the

temperature of the laboratory environment.

7.0 Reagents and Standards

7.1 Sample Collection. The following re-
agents are required for sample collection:

7.1.1 Filters. Glass fiber filters, without
organic binder, exhibiting at least 99.95 per-
cent efficiency (<0.05 percent penetration) on
0.3 micron dioctyl phthalate smoke par-
ticles. The filter efficiency test shall be con-
ducted in accordance with ASTM Method D
2986–71, 78, or 95a (incorporated by ref-
erence—see § 60.17). Test data from the sup-
plier’s quality control program are sufficient
for this purpose. In sources containing SO2

or SO3, the filter material must be of a type
that is unreactive to SO2 or SO3. Reference
10 in Section 17.0 may be used to select the
appropriate filter.

7.1.2 Silica Gel. Indicating type, 6 to 16
mesh. If previously used, dry at 175 °C (350
°F) for 2 hours. New silica gel may be used as
received. Alternatively, other types of
desiccants (equivalent or better) may be
used, subject to the approval of the Adminis-
trator.

7.1.3 Water. When analysis of the material
caught in the impingers is required, deion-
ized distilled water (to conform to ASTM D
1193–77 or 91 Type 3 (incorporated by ref-
erence—see § 60.17)) shall be used. Run blanks
prior to field use to eliminate a high blank
on test samples.

7.1.4 Crushed Ice.
7.1.5 Stopcock Grease. Acetone-insoluble,

heat-stable silicone grease. This is not nec-
essary if screw-on connectors with Teflon
sleeves, or similar, are used. Alternatively,
other types of stopcock grease may be used,
subject to the approval of the Administrator.

7.2 Sample Recovery. Acetone, reagent
grade, ≤0.001 percent residue, in glass bottles,
is required. Acetone from metal containers
generally has a high residue blank and
should not be used. Sometimes, suppliers
transfer acetone to glass bottles from metal
containers; thus, acetone blanks shall be run
prior to field use and only acetone with low
blank values (≤0.001 percent) shall be used. In
no case shall a blank value of greater than

0.001 percent of the weight of acetone used be
subtracted from the sample weight.

7.3 Sample Analysis. The following re-
agents are required for sample analysis:

7.3.1 Acetone. Same as in Section 7.2.
7.3.2 Desiccant. Anhydrous calcium sul-

fate, indicating type. Alternatively, other
types of desiccants may be used, subject to
the approval of the Administrator.

8.0 Sample Collection, Preservation, Storage,
and Transport

8.1 Pretest Preparation. It is suggested
that sampling equipment be maintained ac-
cording to the procedures described in
APTD–0576.

8.1.1 Place 200 to 300 g of silica gel in each
of several air-tight containers. Weigh each
container, including silica gel, to the nearest
0.5 g, and record this weight. As an alter-
native, the silica gel need not be preweighed,
but may be weighed directly in its impinger
or sampling holder just prior to train assem-
bly.

8.1.2 Check filters visually against light
for irregularities, flaws, or pinhole leaks.
Label filters of the proper diameter on the
back side near the edge using numbering ma-
chine ink. As an alternative, label the ship-
ping containers (glass or polyethylene petri
dishes), and keep each filter in its identified
container at all times except during sam-
pling.

8.1.3 Desiccate the filters at 20 ± 5.6 °C (68
± 10 °F) and ambient pressure for at least 24
hours. Weigh each filter (or filter and ship-
ping container) at intervals of at least 6
hours to a constant weight (i.e., ≤0.5 mg
change from previous weighing). Record re-
sults to the nearest 0.1 mg. During each
weighing, the period for which the filter is
exposed to the laboratory atmosphere shall
be less than 2 minutes. Alternatively (unless
otherwise specified by the Administrator),
the filters may be oven dried at 105 °C (220
°F) for 2 to 3 hours, desiccated for 2 hours,
and weighed. Procedures other than those
described, which account for relative humid-
ity effects, may be used, subject to the ap-
proval of the Administrator.

8.2 Preliminary Determinations.
8.2.1 Select the sampling site and the

minimum number of sampling points accord-
ing to Method 1 or as specified by the Admin-
istrator. Determine the stack pressure, tem-
perature, and the range of velocity heads
using Method 2; it is recommended that a
leak check of the pitot lines (see Method 2,
Section 8.1) be performed. Determine the
moisture content using Approximation
Method 4 or its alternatives for the purpose
of making isokinetic sampling rate settings.
Determine the stack gas dry molecular
weight, as described in Method 2, Section 8.6;
if integrated Method 3 sampling is used for
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molecular weight determination, the inte-
grated bag sample shall be taken simulta-
neously with, and for the same total length
of time as, the particulate sample run.

8.2.2 Select a nozzle size based on the
range of velocity heads, such that it is not
necessary to change the nozzle size in order
to maintain isokinetic sampling rates. Dur-
ing the run, do not change the nozzle size.
Ensure that the proper differential pressure
gauge is chosen for the range of velocity
heads encountered (see Section 8.3 of Method
2).

8.2.3 Select a suitable probe liner and
probe length such that all traverse points
can be sampled. For large stacks, consider
sampling from opposite sides of the stack to
reduce the required probe length.

8.2.4 Select a total sampling time greater
than or equal to the minimum total sam-
pling time specified in the test procedures
for the specific industry such that (l) the
sampling time per point is not less than 2
minutes (or some greater time interval as
specified by the Administrator), and (2) the
sample volume taken (corrected to standard
conditions) will exceed the required min-
imum total gas sample volume. The latter is
based on an approximate average sampling
rate.

8.2.5 The sampling time at each point
shall be the same. It is recommended that
the number of minutes sampled at each point
be an integer or an integer plus one-half
minute, in order to avoid timekeeping er-
rors.

8.2.6 In some circumstances (e.g., batch
cycles) it may be necessary to sample for
shorter times at the traverse points and to
obtain smaller gas sample volumes. In these
cases, the Administrator’s approval must
first be obtained.

8.3 Preparation of Sampling Train.
8.3.1 During preparation and assembly of

the sampling train, keep all openings where
contamination can occur covered until just
prior to assembly or until sampling is about
to begin. Place 100 ml of water in each of the
first two impingers, leave the third impinger
empty, and transfer approximately 200 to 300
g of preweighed silica gel from its container
to the fourth impinger. More silica gel may
be used, but care should be taken to ensure
that it is not entrained and carried out from
the impinger during sampling. Place the con-
tainer in a clean place for later use in the
sample recovery. Alternatively, the weight
of the silica gel plus impinger may be deter-
mined to the nearest 0.5 g and recorded.

8.3.2 Using a tweezer or clean disposable
surgical gloves, place a labeled (identified)
and weighed filter in the filter holder. Be
sure that the filter is properly centered and
the gasket properly placed so as to prevent
the sample gas stream from circumventing
the filter. Check the filter for tears after as-
sembly is completed.

8.3.3 When glass probe liners are used, in-
stall the selected nozzle using a Viton A O-
ring when stack temperatures are less than
260 °C (500 °F) or a heat-resistant string gas-
ket when temperatures are higher. See
APTD–0576 for details. Other connecting sys-
tems using either 316 stainless steel or Tef-
lon ferrules may be used. When metal liners
are used, install the nozzle as discussed
above or by a leak-free direct mechanical
connection. Mark the probe with heat resist-
ant tape or by some other method to denote
the proper distance into the stack or duct for
each sampling point.

8.3.4 Set up the train as shown in Figure
5–1, using (if necessary) a very light coat of
silicone grease on all ground glass joints,
greasing only the outer portion (see APTD–
0576) to avoid the possibility of contamina-
tion by the silicone grease. Subject to the
approval of the Administrator, a glass cy-
clone may be used between the probe and fil-
ter holder when the total particulate catch
is expected to exceed 100 mg or when water
droplets are present in the stack gas.

8.3.5 Place crushed ice around the
impingers.

8.4 Leak-Check Procedures.
8.4.1 Leak Check of Metering System

Shown in Figure 5–1. That portion of the
sampling train from the pump to the orifice
meter should be leak-checked prior to initial
use and after each shipment. Leakage after
the pump will result in less volume being re-
corded than is actually sampled. The fol-
lowing procedure is suggested (see Figure 5–
2): Close the main valve on the meter box.
Insert a one-hole rubber stopper with rubber
tubing attached into the orifice exhaust
pipe. Disconnect and vent the low side of the
orifice manometer. Close off the low side ori-
fice tap. Pressurize the system to 13 to 18 cm
(5 to 7 in.) water column by blowing into the
rubber tubing. Pinch off the tubing, and ob-
serve the manometer for one minute. A loss
of pressure on the manometer indicates a
leak in the meter box; leaks, if present, must
be corrected.

8.4.2 Pretest Leak Check. A pretest leak
check of the sampling train is recommended,
but not required. If the pretest leak check is
conducted, the following procedure should be
used.

8.4.2.1 After the sampling train has been
assembled, turn on and set the filter and
probe heating systems to the desired oper-
ating temperatures. Allow time for the tem-
peratures to stabilize. If a Viton A O-ring or
other leak-free connection is used in assem-
bling the probe nozzle to the probe liner,
leak-check the train at the sampling site by
plugging the nozzle and pulling a 380 mm (15
in.) Hg vacuum.

NOTE: A lower vacuum may be used, pro-
vided that it is not exceeded during the test.
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8.4.2.2 If a heat-resistant string is used, do
not connect the probe to the train during the
leak check. Instead, leak-check the train by
first plugging the inlet to the filter holder
(cyclone, if applicable) and pulling a 380 mm
(15 in.) Hg vacuum (see NOTE in Section
8.4.2.1). Then connect the probe to the train,
and leak-check at approximately 25 mm (1
in.) Hg vacuum; alternatively, the probe may
be leak-checked with the rest of the sam-
pling train, in one step, at 380 mm (15 in.) Hg
vacuum. Leakage rates in excess of 4 percent
of the average sampling rate or 0.00057 m3/
min (0.020 cfm), whichever is less, are unac-
ceptable.

8.4.2.3 The following leak-check instruc-
tions for the sampling train described in
APTD–0576 and APTD–0581 may be helpful.
Start the pump with the bypass valve fully
open and the coarse adjust valve completely
closed. Partially open the coarse adjust
valve, and slowly close the bypass valve
until the desired vacuum is reached. Do not
reverse the direction of the bypass valve, as
this will cause water to back up into the fil-
ter holder. If the desired vacuum is exceeded,
either leak-check at this higher vacuum, or
end the leak check and start over.

8.4.2.4 When the leak check is completed,
first slowly remove the plug from the inlet
to the probe, filter holder, or cyclone (if ap-
plicable), and immediately turn off the vacu-
um pump. This prevents the water in the
impingers from being forced backward into
the filter holder and the silica gel from being
entrained backward into the third impinger.

8.4.3 Leak Checks During Sample Run. If,
during the sampling run, a component (e.g.,
filter assembly or impinger) change becomes
necessary, a leak check shall be conducted
immediately before the change is made. The
leak check shall be done according to the
procedure outlined in Section 8.4.2 above, ex-
cept that it shall be done at a vacuum equal
to or greater than the maximum value re-
corded up to that point in the test. If the
leakage rate is found to be no greater than
0.00057 m3/min (0.020 cfm) or 4 percent of the
average sampling rate (whichever is less),
the results are acceptable, and no correction
will need to be applied to the total volume of
dry gas metered; if, however, a higher leak-
age rate is obtained, either record the leak-
age rate and plan to correct the sample vol-
ume as shown in Section 12.3 of this method,
or void the sample run.

NOTE: Immediately after component
changes, leak checks are optional. If such
leak checks are done, the procedure outlined
in Section 8.4.2 above should be used.

8.4.4 Post-Test Leak Check. A leak check
of the sampling train is mandatory at the
conclusion of each sampling run. The leak
check shall be performed in accordance with
the procedures outlined in Section 8.4.2, ex-
cept that it shall be conducted at a vacuum

equal to or greater than the maximum value
reached during the sampling run. If the leak-
age rate is found to be no greater than 0.00057
m3 min (0.020 cfm) or 4 percent of the average
sampling rate (whichever is less), the results
are acceptable, and no correction need be ap-
plied to the total volume of dry gas metered.
If, however, a higher leakage rate is ob-
tained, either record the leakage rate and
correct the sample volume as shown in Sec-
tion 12.3 of this method, or void the sampling
run.

8.5 Sampling Train Operation. During the
sampling run, maintain an isokinetic sam-
pling rate (within 10 percent of true
isokinetic unless otherwise specified by the
Administrator) and a temperature around
the filter of 120 ± 14 °C (248 ± 25 °F), or such
other temperature as specified by an applica-
ble subpart of the standards or approved by
the Administrator.

8.5.1 For each run, record the data re-
quired on a data sheet such as the one shown
in Figure 5–3. Be sure to record the initial
DGM reading. Record the DGM readings at
the beginning and end of each sampling time
increment, when changes in flow rates are
made, before and after each leak check, and
when sampling is halted. Take other read-
ings indicated by Figure 5–3 at least once at
each sample point during each time incre-
ment and additional readings when signifi-
cant changes (20 percent variation in veloc-
ity head readings) necessitate additional ad-
justments in flow rate. Level and zero the
manometer. Because the manometer level
and zero may drift due to vibrations and
temperature changes, make periodic checks
during the traverse.

8.5.2 Clean the portholes prior to the test
run to minimize the chance of collecting de-
posited material. To begin sampling, verify
that the filter and probe heating systems are
up to temperature, remove the nozzle cap,
verify that the pitot tube and probe are prop-
erly positioned. Position the nozzle at the
first traverse point with the tip pointing di-
rectly into the gas stream. Immediately
start the pump, and adjust the flow to
isokinetic conditions. Nomographs are avail-
able which aid in the rapid adjustment of the
isokinetic sampling rate without excessive
computations. These nomographs are de-
signed for use when the Type S pitot tube co-
efficient (Cp) is 0.85 ± 0.02, and the stack gas
equivalent density [dry molecular weight
(Md)] is equal to 29 ± 4. APTD–0576 details the
procedure for using the nomographs. If Cp

and Md are outside the above stated ranges,
do not use the nomographs unless appro-
priate steps (see Reference 7 in Section 17.0)
are taken to compensate for the deviations.

8.5.3 When the stack is under significant
negative pressure (i.e., height of impinger
stem), take care to close the coarse adjust
valve before inserting the probe into the
stack to prevent water from backing into the
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filter holder. If necessary, the pump may be
turned on with the coarse adjust valve
closed.

8.5.4 When the probe is in position, block
off the openings around the probe and port-
hole to prevent unrepresentative dilution of
the gas stream.

8.5.5 Traverse the stack cross-section, as
required by Method 1 or as specified by the
Administrator, being careful not to bump
the probe nozzle into the stack walls when
sampling near the walls or when removing or
inserting the probe through the portholes;
this minimizes the chance of extracting de-
posited material.

8.5.6 During the test run, make periodic
adjustments to keep the temperature around
the filter holder at the proper level; add
more ice and, if necessary, salt to maintain
a temperature of less than 20 °C (68 °F) at the
condenser/silica gel outlet. Also, periodically
check the level and zero of the manometer.

8.5.7 If the pressure drop across the filter
becomes too high, making isokinetic sam-
pling difficult to maintain, the filter may be
replaced in the midst of the sample run. It is
recommended that another complete filter
assembly be used rather than attempting to
change the filter itself. Before a new filter
assembly is installed, conduct a leak check
(see Section 8.4.3). The total PM weight shall
include the summation of the filter assembly
catches.

8.5.8 A single train shall be used for the
entire sample run, except in cases where si-
multaneous sampling is required in two or
more separate ducts or at two or more dif-
ferent locations within the same duct, or in
cases where equipment failure necessitates a
change of trains. In all other situations, the
use of two or more trains will be subject to
the approval of the Administrator.

NOTE: When two or more trains are used,
separate analyses of the front-half and (if ap-
plicable) impinger catches from each train
shall be performed, unless identical nozzle
sizes were used on all trains, in which case,
the front-half catches from the individual
trains may be combined (as may the im-
pinger catches) and one analysis of front-half
catch and one analysis of impinger catch
may be performed. Consult with the Admin-
istrator for details concerning the calcula-
tion of results when two or more trains are
used.

8.5.9 At the end of the sample run, close
the coarse adjust valve, remove the probe
and nozzle from the stack, turn off the pump,
record the final DGM meter reading, and
conduct a post-test leak check, as outlined
in Section 8.4.4. Also, leak-check the pitot
lines as described in Method 2, Section 8.1.
The lines must pass this leak check, in order
to validate the velocity head data.

8.6 Calculation of Percent Isokinetic. Cal-
culate percent isokinetic (see Calculations,

Section 12.11) to determine whether the run
was valid or another test run should be
made. If there was difficulty in maintaining
isokinetic rates because of source condi-
tions, consult with the Administrator for
possible variance on the isokinetic rates.

8.7 Sample Recovery.
8.7.1 Proper cleanup procedure begins as

soon as the probe is removed from the stack
at the end of the sampling period. Allow the
probe to cool.

8.7.2 When the probe can be safely han-
dled, wipe off all external PM near the tip of
the probe nozzle, and place a cap over it to
prevent losing or gaining PM. Do not cap off
the probe tip tightly while the sampling
train is cooling down. This would create a
vacuum in the filter holder, thereby drawing
water from the impingers into the filter
holder.

8.7.3 Before moving the sample train to
the cleanup site, remove the probe from the
sample train, wipe off the silicone grease,
and cap the open outlet of the probe. Be
careful not to lose any condensate that
might be present. Wipe off the silicone
grease from the filter inlet where the probe
was fastened, and cap it. Remove the umbil-
ical cord from the last impinger, and cap the
impinger. If a flexible line is used between
the first impinger or condenser and the filter
holder, disconnect the line at the filter hold-
er, and let any condensed water or liquid
drain into the impingers or condenser. After
wiping off the silicone grease, cap off the fil-
ter holder outlet and impinger inlet. Either
ground-glass stoppers, plastic caps, or serum
caps may be used to close these openings.

8.7.4 Transfer the probe and filter-im-
pinger assembly to the cleanup area. This
area should be clean and protected from the
wind so that the chances of contaminating
or losing the sample will be minimized.

8.7.5 Save a portion of the acetone used
for cleanup as a blank. Take 200 ml of this
acetone directly from the wash bottle being
used, and place it in a glass sample container
labeled ‘‘acetone blank.’’

8.7.6 Inspect the train prior to and during
disassembly, and note any abnormal condi-
tions. Treat the samples as follows:

8.7.6.1 Container No. 1. Carefully remove
the filter from the filter holder, and place it
in its identified petri dish container. Use a
pair of tweezers and/or clean disposable sur-
gical gloves to handle the filter. If it is nec-
essary to fold the filter, do so such that the
PM cake is inside the fold. Using a dry Nylon
bristle brush and/or a sharp-edged blade,
carefully transfer to the petri dish any PM
and/or filter fibers that adhere to the filter
holder gasket. Seal the container.

8.7.6.2 Container No. 2. Taking care to see
that dust on the outside of the probe or other
exterior surfaces does not get into the sam-
ple, quantitatively recover PM or any con-
densate from the probe nozzle, probe fitting,
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probe liner, and front half of the filter holder
by washing these components with acetone
and placing the wash in a glass container.
Deionized distilled water may be used in-
stead of acetone when approved by the Ad-
ministrator and shall be used when specified
by the Administrator. In these cases, save a
water blank, and follow the Administrator’s
directions on analysis. Perform the acetone
rinse as follows:

8.7.6.2.1 Carefully remove the probe noz-
zle. Clean the inside surface by rinsing with
acetone from a wash bottle and brushing
with a Nylon bristle brush. Brush until the
acetone rinse shows no visible particles,
after which make a final rinse of the inside
surface with acetone.

8.7.6.2.2 Brush and rinse the inside parts
of the fitting with acetone in a similar way
until no visible particles remain.

8.7.6.2.3 Rinse the probe liner with ace-
tone by tilting and rotating the probe while
squirting acetone into its upper end so that
all inside surfaces will be wetted with ace-
tone. Let the acetone drain from the lower
end into the sample container. A funnel
(glass or polyethylene) may be used to aid in
transferring liquid washes to the container.
Follow the acetone rinse with a probe brush.
Hold the probe in an inclined position, squirt
acetone into the upper end as the probe
brush is being pushed with a twisting action
through the probe; hold a sample container
underneath the lower end of the probe, and
catch any acetone and particulate matter
that is brushed from the probe. Run the
brush through the probe three times or more
until no visible PM is carried out with the
acetone or until none remains in the probe
liner on visual inspection. With stainless
steel or other metal probes, run the brush
through in the above prescribed manner at
least six times since metal probes have small
crevices in which particulate matter can be
entrapped. Rinse the brush with acetone, and
quantitatively collect these washings in the
sample container. After the brushing, make
a final acetone rinse of the probe.

8.7.6.2.4 It is recommended that two peo-
ple clean the probe to minimize sample
losses. Between sampling runs, keep brushes
clean and protected from contamination.

8.7.6.2.5 After ensuring that all joints
have been wiped clean of silicone grease,
clean the inside of the front half of the filter
holder by rubbing the surfaces with a Nylon

bristle brush and rinsing with acetone. Rinse
each surface three times or more if needed to
remove visible particulate. Make a final
rinse of the brush and filter holder. Carefully
rinse out the glass cyclone, also (if applica-
ble). After all acetone washings and particu-
late matter have been collected in the sam-
ple container, tighten the lid on the sample
container so that acetone will not leak out
when it is shipped to the laboratory. Mark
the height of the fluid level to allow deter-
mination of whether leakage occurred during
transport. Label the container to identify
clearly its contents.

8.7.6.3 Container No. 3. Note the color of
the indicating silica gel to determine wheth-
er it has been completely spent, and make a
notation of its condition. Transfer the silica
gel from the fourth impinger to its original
container, and seal. A funnel may make it
easier to pour the silica gel without spilling.
A rubber policeman may be used as an aid in
removing the silica gel from the impinger. It
is not necessary to remove the small amount
of dust particles that may adhere to the im-
pinger wall and are difficult to remove.
Since the gain in weight is to be used for
moisture calculations, do not use any water
or other liquids to transfer the silica gel. If
a balance is available in the field, follow the
procedure for Container No. 3 in Section
11.2.3.

8.7.6.4 Impinger Water. Treat the
impingers as follows: Make a notation of any
color or film in the liquid catch. Measure the
liquid that is in the first three impingers to
within 1 ml by using a graduated cylinder or
by weighing it to within 0.5 g by using a bal-
ance. Record the volume or weight of liquid
present. This information is required to cal-
culate the moisture content of the effluent
gas. Discard the liquid after measuring and
recording the volume or weight, unless anal-
ysis of the impinger catch is required (see
NOTE, Section 6.1.1.8). If a different type of
condenser is used, measure the amount of
moisture condensed either volumetrically or
gravimetrically.

8.8 Sample Transport. Whenever possible,
containers should be shipped in such a way
that they remain upright at all times.

9.0 Quality Control

9.1 Miscellaneous Quality Control Meas-
ures.

Section Quality control measure Effect

8.4, 10.1–10.6 .................... Sampling equipment leak check and cali-
bration.

Ensures accurate measurement of stack gas flow rate,
sample volume.

9.2 Volume Metering System Checks. The
following procedures are suggested to check
the volume metering system calibration val-

ues at the field test site prior to sample col-
lection. These procedures are optional.
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